Pacemaker auto-interference by thoracic impedance measurement for the rate response function.
This report describes two cases of pacemaker auto-interference caused by thoracic impedance measurements for the rate response function of a dual chamber pacemaker. Mechanisms of this phenomenon and reprogramming strategies are discussed.